[Fluid pumps for continuing joint irrigation during arthroscopy].
Irrigation of the knee joint in haemarthrosis during acute arthroscopy, as well as the continuous flow of liquid during surgical arthroscopy via motor-driven roller pumps and dialysis tubes, are described in this article.